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CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 38602
EXPIRATION DATE: Ogtober 13, 2010 at 11:59 p.am.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot

Number 08082 of Alechol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain 0. 0.1289 gms/d] witvol ethyl alcohol in aqueous solution (i.e,

ethanol).
The alcohol and distilled water used in the solution were found to be

free of any interfering substance.
This solution will produce a vapor alcohol value of 0.108% +~3%

when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simnlator.
The date of manufacture for this lot number is October 14, 2098 The

expzrauon date for this Jot number is Qetobeor 13. 2010 at 11:59 pamn,
This document is a trua reprmenta:tion of the original Certificate of

Analysis,

T
Cecil B. Garner, President
RepCo Marking, Ine,
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